	Policy Subject: Automated External Defibrillators (AEDs)
	  Effective: 3/15/2010

	Affected Area: All departments that have an AED in their buildings.
	Reviewed/Revised: 3/10/2010


1.0 Purpose, Applicability, and Scope
1.1 Purpose-The purpose of this procedure is to provide guidance for departments that have an AED. 
1.2 Applicability-This shall apply to all places of employment on the UTM campus where students, staff and faculty are present.

1.3 Scope- This procedure applies to the acquisition, distribution, use and maintenance of AEDs.
2.0 Abbreviations, Acronyms, and Definitions

2.1
AED – automated electronic defibrillator


CPR – cardiopulmonary resuscitation


EHS – campus Environmental Health and Safety
2.2
Definitions


Major Building – Buildings with large class loads or large assembly areas. 
3.0     Roles and Responsibilities

a.  Department heads/Building Managers  
i. Ensure the building has an AED if it has a large class load or large assembly area.
ii. Notify staff members of the location of the AED. 
iii. Ensure that staff or faculty members who are likely to be AED responders are adequately trained, including periodic refresher programs.
iv. Maintain records as necessary.  
b.
Environmental Health and Safety shall:

i.
Serve as a technical resource for questions and comments for the AED program and periodically review compliance with this program
ii.
Post the most recent edition of this plan on the EHS website

iii.
Review and revise this written plan periodically and upon notices of the need for changes
iv.
Maintain a database of where AEDs are housed

v.
Notify department heads of any changes related to AEDS that may be needed

vi.
Inspect AEDs that are university property, but not owned or assigned to a particular department
vii.
Inspection department-owned AEDS upon request
viii.
Maintain records as necessary
ix.
Submit copies of this plan to outside first responders (Martin Fire Department, Weakley County Ambulance Service and the Weakley County 911 Communications Center)
b.  Medical Director:

i.  Dr. Susan Lowry has agreed to serve as our AED Program Director and review our program periodically.
4.0
Procedure

a. Purchasing an AED
Departments should purchase AEDs from the state contract. At the time this procedure was developed the predominant model on the Martin campus was made by Phillips.  Departments are encouraged to purchase a similar model for standardization with respect to training, inspection, service and use.
b. Distribution and Location
Each major building on campus should have an AED.  Department heads may elect to purchase an AED for their department even though the occupant load is small.  In addition, consideration should be given to the potential for a cardiac arrest based on several factors such as occupant age, health and the type of work/activity being performed.
The unit should be located in a central place that is accessible during the times when the building is occupied.  Consideration should be given to placing the AED where it:
· Won’t be subject to physical damage, theft, temperature or humidity extremes
· Is readily visible and available for use
The list of the AEDs on campus and their location can be found in Appendix A.

c.  Training and Information  
It is suggested that department heads/building managers notify employees in their building, at least annually, of where the AED is located.
All employees are encouraged to become familiar with emergency procedures, which include medical emergencies.  (See UTM Alerts on the UTM Home Page)
Department heads/building managers are encouraged to have at least three employees trained in CPR and the use of AEDs in buildings that contains such devices.   Refresher training and record keeping are also required.

UT Police officers shall be trained in CPR to use AEDs  
CPR and AED courses approved by the American Red Cross are provided periodically for employees on campus.
c. Use

When an unconscious victim is discovered, the following protocol will be followed:

Responder
Check the scene to make sure it is safe (e.g. no electrical hazards or chemical hazards)

Shake and shout at victim.  If no response;

Have someone call 911.  If no one is available, call 911 and return immediately to the victim.

Have someone retrieve the AED.

Begin CPR.

Utilize AED if necessary and the instructions/training provided.
Police Dispatcher
Immediately dispatch an officer and call for an ambulance.  The ambulance should be summoned right away.  (DO NOT wait for the responding officer to arrive and authorize).

Upon arrival of the responding officer, obtain as much pertinent information as possible and communicate to Emergency Medical Services. (EMS)
Once EMS is on the scene they are in charge of further rescue efforts for the victim.

Notification

Following any event involving the use of an AED, the responder must complete the AED Use Report (See Appendix B) and send to EHS by one of the following means:

a.  Mail -  room 164 Crisp Hall
b.  fax 
881-7726 

c. e-mail  tcouncil@utm.edu
Campus police must then notify the UTM Office of Environmental Health and Safety to ensure that supplies are restocked.

d. Maintenance and Repair
Department that have purchased an AED shall maintain the device in accordance with the manufacturer’s specification.   AEDs should be checked at least monthly to ensure it is available for use.  All repairs shall be made by a factory authorized representative.  
Spent batteries should be managed in accordance with the manufacturer’s guidance.  If there are no recommendations with respect to battery disposal, contact Environmental Health and Safety at 881-7602.  
The manufacturer’s standards must be followed for use of an AED.

A record shall be kept of all repair and maintenance for the device.
e.  Coordination With Emergency Responders

A copy of this written document will be given to the Martin Fire Department, the Weakley County Ambulance Service, and the Weakley County 911 Communications Center for their use, comments and coordination.  Revisions shall be submitted by EHS to these off-site responders.
5.0
 Recordkeeping

The following records must be maintained by the department that owns the AED:

a. Periodic maintenance, repair and inspection records  
b. Record of employee training 
c. Other records as defined by the equipment manufacturer
d. Record of use (Appendix B)

The records shall be maintained for at least three years.  In the event of an accident or failure of the AED, where litigation could occur, the record shall be kept for a longer period of time.  
6.0
Attachments

Appendix A – List of AEDS on campus

Appendix B - Automated External Defibrillator Use Report

7.0
Associated Standards

Tennessee Codes Annotated (TCA)   63-6-218
Tennessee Codes Annotated (TCA)   68-140 section 701 through 709
Appendix A

Locations of AEDs on Campus
AED Type and Location

UTM has 22 Phillips HeartStart Onsite Defibrillator units on campus in the following locations and one Zoll unit in the Public Safety Patrol Vehicle.


Location





Serial Number

Installed    Type

1.
Administration Building, first floor, by center stairwell.  
 A09G-00904

12-22-09        P

        

2.
Library, in Reference Desk work area.


A09G-01146

12-22-09        P

3.
Gooch Hall, 1st floor, outside Continuing Education.
A09G-01025

12-22-09        P

4.
Brehm Hall, South end of 2nd floor, near Biology office.
A09G-01011

12-22-09        P

5.
Humanities, 2nd floor at center stairwell.


A09G-01038

12-22-09        P

6.
University Center, 2nd floor, across from information 
A09G-00911

12-22-09        P


desk.

7.
Business Administration, north wall of main lobby on
A09G-00940

12-22-09        P


1st  floor.

8.
Maintenance Center, east end of hallway, next to 
A09G-01119

12-22-09        P


main office.

9.
Student Health, west end of hallway, by treatment 
A09G-00913

12-22-09        P

rooms.

10.
Agriculture Teaching Facility, Headquarters Bldg.
A09G-01111

1-5-10            P

11.
Agriculture Pavilion, northeast corner, ground level
A09G-01114

1-5-10            P

12.
EPS Bldg., first floor, near main entrance

A09G-00848

1-5-10            P

13.
Football weight room-Strength Coach Office

A09G-01429

12-22-09        P



14.
Main Athletic Training Room-Fieldhouse,

A09G-01154

12-22-09          P

games /practices

15.
Portable unit for Rodeo, equine center, Ag Pavilion
A09G-01150

12-22-09        P

16.
Football Athletic Training Room, Football field for 
0700008942

2002               P


games /practices

17.
Main Athletic Training Room-Fieldhouse, 

600006634

2002               P


games/practices

18.
Student Recreation Center on 1st floor outside
A09J-00791

1-25-10          P


Fitness Center doors.

19.
Student Recreation Center on 2nd floor outside
A09J-00776

1-25-10          P


walk/jog balcony next to fire extinguisher.

20.
Elam Center 1st floor just outside pool doors.
A06F-01674

2008
          P

21.
Skyhawk Fieldhouse on 2nd floor walk/jog

A06F-03132

2008              P

 balcony next to telephone.

22.
Skyhawk Fieldhouse in Exercise Science Lab.

1204135685

2005
          P


room 1081.

23.
One unit in Public Safety Patrol Vehicle

X030D014044

2003
          Z



Appendix B
Automated External Defibrillator Use Report

Date and time of Use:_________________   Location:_____________________

Patient Information:

Name:_______________________
Age:_______

Sex:_________

Patient Condition upon your arrival: (circle)

Conscious

Breathing

Pulse

CPR

Unconscious

Not Breathing
No Pulse
No CPR

What action did you take?____________________________________________

Was shock needed?
Yes
No
Was shock delivered?
Yes
No

Did pulse return?

Yes
No
Did breathing return?
Yes
No


Was CPR performed?
Yes
No
By whom?_______________________

Did patient become conscious?
Yes
No

Condition on arrival of EMS?_________________________________________

Outcome (if known):________________________________________________

Names of all AED responders:

_____________________

______________

Your Name



Date




Please submit report Campus Environmental Health and Safety at :

Room 164 Crisp Hall, Martin, Tn 38238 or Fax to :  881-7726 or via e-mail to tcouncil@utm.edu
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